Knotting of a bladder catheter.
A case of knotting of a bladder catheter inserted to closely monitor a critically ill child is presented. The literature is reviewed, revealing knotting to be an unusual complication of this common pediatric procedure. Risk factors for knotting are discussed, and precautionary recommendations are presented.